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Intended Use
Probe cleaner is intended for periodical cleaning of sample probe in Mispa Count
X-3 part Differential Hematology Analyzer.

Reagent Composition
Surfactant > 2.0 g/L

Sodium hypochlorite > 0.5-6.5g/L

Sodium chloride > 8.5 g/L

Risk & Safety
Material Safety data sheets (MSDS) will be provided on request

Reagent Storage and Stability
The sealed reagents are stable up to the expiry date stated on the label, when
stored at 150C to 300C.

Open Vial Stability
Once opened, the reagent is stable up to 90 days, if contamination is avoided.

Reagent Deterioration
Turbidity or precipitation in the reagent indicates deterioration and the reagent
must be discarded.

Direction for Use
1. “Navigate to Service Screen & Perform probe cleaning” appears on the screen
upon every 100 count runs.

2. The probe cleaner sequence shall be performed by navigating to Service >
Maintenance screen>Probe cleaner.

3. The probe cleaner is given twice as per the instructions displayed through the
pop ups.

4. If the probe cleaner is not fed in the 100th run, the pop up appears consecutively
after every 10 runs thereafter.

Precautions and Warnings
1. To avoid contamination, close the reagent can properly. Avoid direct exposure

of reagent to light.

2. Ensure the system is installed and performing in a clean dust free  environment

3. For in vitro diagnostic use only.

4. Do not pipette by mouth.

5. Do not inhale the reagent.

6. If the reagent comes in contact with, eye or skin wash off immediately with
large amount of water and seek medical attention immediately.

7. Do not use the reagent in any procedures other than those described herein.

8. Do not use containers and other materials in the package for any purpose other
than those described here in.

9. When discarding the reagent dispose them off according to local regulations.

10. Take all precautions required for handling all laboratory reagents while using
the reagent.


